A novel technique for off pump bidirectional Glenn shunt--safety issues--a case report.
A new technique to decompress the superior vena cava (SVC) during off pump bi-directional Glenn [BDG] shunts is described. Cerebral protection maneuvers and the safety concerns of the technique are addressed.